The measurements of propantheline ion in biological fluids after administering propantheline bromide to man.
The measurement of propantheline ion has been accomplished in urine and plasma following administration of propantheline bromide to man. Trideuteropropantheline bromide is added to the biological fluid to act as a carrier and internal standard to quantify the propantheline ion using multiple ion monitoring. Methane was used as reactant gas but following the discovery of exchange of the trideuteromethyl group when using methane, ammonia was used for later analyses. The determination of propantheline ion in urine and plasma after administration of propantheline bromide to man is described.